1. Introduction {#sec1-sensors-18-03651}
===============

Hearing loss is one of the most common health problems affecting the lives of elderly adults \[[@B1-sensors-18-03651],[@B2-sensors-18-03651],[@B3-sensors-18-03651],[@B4-sensors-18-03651]\] and is becoming more prevalent across all age groups, owing to higher exposure to excessive noise from the workplace or use of personal music players \[[@B5-sensors-18-03651]\]. Therefore, diagnosing an individual's hearing loss, particularly at an early stage, would play a critical role in providing appropriate treatment.

Audiometry measures frequency-specific hearing thresholds \[[@B6-sensors-18-03651]\] and classifies an individual's hearing ability based on type, severity, and configuration \[[@B5-sensors-18-03651],[@B7-sensors-18-03651]\]. Depending on classification results, hearing care professionals including audiologists, hearing aid specialists, and otolaryngologists, suggest different treatment options such as medications, surgical treatments, or the use of hearing aids. For instance, with age-related hearing loss, different aural rehabilitation strategies are recommended for the best use of hearing aids, to facilitate communication and promote maximum quality of life \[[@B8-sensors-18-03651],[@B9-sensors-18-03651],[@B10-sensors-18-03651]\]. Because hearing loss can hinder speech and language developments and subsequently cause cognitive, emotional, behavioral, and academic problems in young children \[[@B11-sensors-18-03651],[@B12-sensors-18-03651],[@B13-sensors-18-03651]\], identification of hearing loss during childhood is also essential to supply appropriate training programs, such as lip reading and sign language. Therefore, diagnosis of hearing loss should not only be precise but also readily accessible to both adult and pediatric patients.

There are several audiometry systems used to evaluate hearing ability and many researchers have tried to develop accurate, reliable, and fast methods to estimate hearing thresholds. Among them, pure-tone audiometry (PTA) testing has been the most widely used for more than six decades and is considered the "gold standard" in this field \[[@B14-sensors-18-03651],[@B15-sensors-18-03651],[@B16-sensors-18-03651]\]. PTA has several advantages over other systems. This test is fully non-invasive and requires only a simple and quick diagnostic procedure. Furthermore, development of computer-based or online app-based PTA programs has broadened its accessibility \[[@B17-sensors-18-03651],[@B18-sensors-18-03651],[@B19-sensors-18-03651],[@B20-sensors-18-03651]\].

However, the current PTA system has some drawbacks that may introduce errors into hearing threshold levels. Since hearing threshold levels are estimated from the subject's behavioral and psychological data, the traditional PTA system may be (1) dependent on certain variables, such as attention span and reaction time, (2) open to manipulation by examiner's mistakes or malingerers, and (3) ill-suited for young children who are not mature enough to participate \[[@B21-sensors-18-03651],[@B22-sensors-18-03651],[@B23-sensors-18-03651]\]. As mentioned previously, since hearing care professionals determine proper treatment strategies based on classification of hearing loss and audiogram patterns \[[@B24-sensors-18-03651]\], unreliable assessment of hearing loss may lead to ineffective treatment results. To circumvent these potential disadvantages, it is of great necessity to develop objective tools that are less dependent on the subject's active participation or co-operation while maintaining advantages of the conventional method.

In this paper, we propose a concept for a novel hearing assessment method based on quantitative analysis of an electrooculogram (EOG) \[[@B25-sensors-18-03651]\], which has potential to be developed as a more objective audiometry method than the conventional observer-based psychoacoustic procedure. We tried to develop a hearing assessment method that does not require any voluntary responses from subjects, by which they do not need to determine whether they heard a sound (especially a small, vague sound). We generated spatially moving pure-tone sound stimuli with different intensities and frequencies and observed eye movements induced by the auditory oculogyric reflex (involuntary rotation of the eyeballs toward the source of a sound) using horizontal EOGs, recorded while a user is hearing each moving sound with his/her eyes closed. As an initial proof-of-concept study, we investigated the possibility of the proposed method by comparing EOG waveform patterns acquired when pure-tone stimuli were either inaudible or audible to each participant.

2. Materials and Methods {#sec2-sensors-18-03651}
========================

2.1. Participants {#sec2dot1-sensors-18-03651}
-----------------

A total of ten healthy young participants (seven males and three females, 24.0 ± 2.31 years in age) participated in this study. All participants were students attending Hanyang University and had no medical history or clinical diagnosis of brain injury or tinnitus. Each participant was verbally informed of the detailed experimental protocol and signed a consent form prior to the experiment. Monetary reimbursement was provided to each participant after completion of the experiment. This study was approved by the Institutional Review Board of Hanyang University and was conducted in accordance with the Declaration of Helsinki. All experimental procedures and methods were carried out within approved guidelines.

2.2. Experimental Design {#sec2dot2-sensors-18-03651}
------------------------

The experimental procedure was designed to investigate the relationship between eye movements when the participants listened to spatially moving pure-tone auditory stimuli and pure-tone thresholds (PTTs) obtained through conventional PTA tests.

The entire experiment was divided into two parts and conducted by two examiners. In the first part of the experiment, denoted as part I and was composed of eight repeated sessions, the proposed EOG-based audiometry method was tested. Each session started with a 5 s verbal introduction (in Korean, delivered using an automated voice), asking the participants to close their eyes and concentrate on the moving sound, followed by 16 consecutive EOG recording trials. The duration of each trial was set to 6 s and inter-trial interval was set to a random duration of 2--5 s. In the first trial (Trial 1), no sound was presented for the "no-sound condition". Then, different combinations of frequencies (1000, 2000, and 4000 Hz) and sound intensities (30, 40, 50, 60, and 70 dBA) created 15 different sound stimuli. For Trails 2--6, 1000 Hz pure-tone sound stimuli with five different sound intensities were presented in a randomized order. For Trials 7--11, 2000 Hz stimuli were presented, and for Trials 12--16, 4000 Hz stimuli were used.

In the second part of the experiment (denoted as part II), two examiners assessed each participant's air-conduction hearing threshold at the same frequencies used in part I (i.e., 1000, 2000, and 4000 Hz) using a conventional PTA with a modified Hughson-Westlake ascending-descending procedure through a "up 5 dB--down 10 dB" technique. All participants underwent the entire test procedure twice per examiner. Results were double-blind during the experiments and collected afterwards by one examiner. Note that all participants participated in both experiments I and II.

2.3. Spatially Moving Pure-Tone Stimuli {#sec2dot3-sensors-18-03651}
---------------------------------------

Spatially moving sound stimuli presented in the experiments were generated using MATLAB R2016b (MathWorks, Natick, MA, USA). We first generated pure-tone sound signals with corresponding frequency and intensity (referred to as "target intensity" in this study) for each trial. In [Figure 1](#sensors-18-03651-f001){ref-type="fig"}, trajectory of the moving sound is illustrated as a red arrow, where the sound source started from a position straight in front of the head (0° azimuth) and then moved toward the right side (right ear, 90° azimuth). It then turned back and moved toward the left side (left ear, −90° azimuth). Finally, it returned to the original position and repeated this circle. To make participants feel that the sound source was actually moving, different intensities of pure-tone sound stimuli were given to the left and right ear \[[@B26-sensors-18-03651]\] depending on the current location of the sound source. When the sound source was located in front of the head, a pure tone 10 dB lower than target intensity was presented to both ears. When it was located in the right ear (90° azimuth), a pure tone at target intensity was presented only to the right ear (no sound presented in the left ear). When it was located in the left ear (−90° azimuth), a pure tone at target intensity was presented only to the left ear (no sound was presented in the right ear). To create a continuously moving pure-tone stimuli, we evenly divided a 90° segment (either 0° to 90° or −90° to 0°) into six sub-segments by placing five points between either 0° and 90°, or −90° and 0°. Different sound intensity (in dBA) levels were given to each ear based on the current (virtual) location of the sound source, which could be readily evaluated using a linear interpolation of sound intensities at 0°, 90°, and −90°. In our experiment, each circle (0° → 90° → −90° → 0°) lasted for 3 s; namely, stimuli moved at a frequency of 1/3 Hz. Therefore, a cycle was repeated twice during each 6-s EOG recording trial.

2.4. Apparatus {#sec2dot4-sensors-18-03651}
--------------

To record a horizontal EOG signal, a pair of flat Ag/AgCl electrodes were placed approximately 2.5 cm away from the lateral canthi of the eyes (see Figure 2a in Reference \[[@B25-sensors-18-03651]\]). The EOG was recorded using a multi-channel biosignal recording system (BioSemi ActiveTwo, Amsterdam, The Netherlands) at a sampling rate of 2048 Hz. Each electrode was referenced and grounded by a common mode sense (CMS) electrode and a driven right leg (DRL) electrode attached at the left and right mastoids respectively. A StimTracker (Cedrus Corporation, San Pedro, CA, USA) system was used to synchronize the recording system and computer generating the sound stimuli.

The Digital Audiometer program (Clinical Professional Version 6.0a; Digital Recordings, Halifax, NS, Canada), a computer-based PTA, was used for part II. Before part II started, the program was calibrated to 60 dB at 1000 Hz using a sound-level meter (Cesva SC-30; CESVA Instruments SLU, Barcelona, Spain).

Each participant was required to wear noise reduction earplugs to raise their individual hearing threshold level above background noise (20--25 dBA) and to obtain a sufficient amount of data for inaudible conditions. Both parts of the experiment were conducted in a soundproof booth with the participants' eyes closed. Examiners managed experiments outside the soundproof booth and monitored each participant through a window. All instructions and pure-tone stimuli were given through headphones (K271 MkII, AKG Acoustics, Vienna, Austria).

2.5. EOG Signal Processing {#sec2dot5-sensors-18-03651}
--------------------------

EOG data obtained from the experiments was processed using MATLAB R2016b. EOG data were down-sampled to 512 Hz and a horizontal EOG shift was calculated by subtracting electric potential recorded at the right EOG electrode from that at the left EOG electrode. The mean value (DC offset voltage) of each EOG epoch (trial) was then subtracted from the EOG shift to remove the gross DC offset component. A fourth-order Butterworth zero-phase band-pass filter with cut-off frequencies of 0.2 and 0.4 Hz was applied to extract eye movement components, owing to the moving sound source from the pre-processed EOG. Note again that the speed of the moving sound stimulus was set at 1/3 Hz.

2.6. Data Analysis {#sec2dot6-sensors-18-03651}
------------------

To compare EOG waveform patterns in inaudible and audible sound intensities, we first classified EOG data into two groups based on PTT results from part II. Note that we only considered trials with intensities below or above PTA thresholds. In other words, trials with exactly the same intensity as the PTA threshold were discarded from analysis.

Differences of EOG waveforms recorded under two conditions (inaudible and audible), were quantitatively compared using EOG amplitude, defined as the maximum absolute value in each trial. Sounds with intensities above and below PTTs were referred to as audible and inaudible sounds respectively. EOG amplitudes were normalized by dividing them by the EOG amplitude acquired for 70 dB and the 2000 Hz condition. Note that all participants could hear the auditory stimulus with 70 dB intensity and 2000 Hz frequency. In each session, normalized EOG amplitudes were averaged for inaudible and audible conditions, respectively. Since the total number of repeated sessions was eight, eight EOG amplitude values obtained for the inaudible condition and eight EOG amplitude values for the audible condition were statistically compared using Wilcoxon signed rank test. SPSS ver. 24.0 (Microsoft; Armonk, NY, USA) was used for statistical analyses.

3. Results {#sec3-sensors-18-03651}
==========

[Figure 2](#sensors-18-03651-f002){ref-type="fig"} shows grand averaged horizontal EOG waveforms (thick colored lines), as well as single-trial EOG waveforms (thin gray lines) under two different conditions (inaudible sound condition versus audible sound condition), recorded from participant seven. As shown in [Figure 2](#sensors-18-03651-f002){ref-type="fig"}, normalized EOG amplitudes recorded when inaudible sound sources were moving, were much smaller than those recorded when audible sound sources were moving. This example demonstrates that EOG amplitude might be a promising feature to determine whether a subject was actually hearing the moving sound stimuli.

[Figure 3](#sensors-18-03651-f003){ref-type="fig"} shows the comparison of normalized EOG amplitudes for inaudible and audible conditions, which were evaluated for each participant. For statistical analysis we applied the Wilcoxon signed rank test because all sample distributions did not pass the one-sample Kolmogorov-Smirnov test of normality (*p* \< 0.05). After applying the Bonferroni multiple comparison correction, statistical analysis exhibited significant difference (*p* \< 0.05) between inaudible and audible conditions in all participants. These results suggest that the proposed EOG-based audiometry method has potential to be used as a new tool for assessing hearing loss.

4. Discussion {#sec4-sensors-18-03651}
=============

The aim of this study was to introduce a new audiometry system that uses a biosignal EOG, indirectly evoked by an individual's attention to a rotating sound. We found that an individual's eyeballs involuntarily rotate when he or she is effortlessly listening to a spatially moving pure-tone sound stimuli with different intensities and frequencies with his or her eyes closed. This phenomenon is a kind of auditory oculogyric reflex (involuntary rotation of the eyes toward the source of a sound) and can be readily measured using two horizontal EOG electrodes attached outside the lateral canthi of the eyes. Results of quantitative analysis demonstrated that EOG amplitude was significantly increased when a pure-tone sound was presented at audible frequencies and intensities, compared to EOG amplitude when the sound stimulus was not audible.

Although the present study showed the possibility of using EOG to assess an individual's hearing loss, several issues remain to be addressed in future studies. First, the current system needs to be developed further to classify an individual's audibility with high accuracy. Establishing standardized cut-off values or parameters to discriminate between audible and inaudible conditions seems to be ideal. However, large inter-individual variability of EOG potential level \[[@B27-sensors-18-03651],[@B28-sensors-18-03651]\] needs to be overcome. Indeed, results in [Figure 3](#sensors-18-03651-f003){ref-type="fig"} showed overlapping EOG amplitude distributions in three of ten participants. Use of additional features (e.g., use of phase information) and adoption of advanced classification algorithms might be potential solutions for this issue. For instance, EOG waveforms look synchronized when an audible sound source is moving, whereas they become out of phase when the participant cannot hear the sound, as shown in [Figure 2](#sensors-18-03651-f002){ref-type="fig"}.

Second, normalized EOG amplitude could be dependent on the reference value (maximum EOG amplitude for a pure tone stimulus with 2000 Hz frequency and 70 dB intensity). For instance, amplitude box plots of participant two and six showed relatively longer whiskers and tails in [Figure 3](#sensors-18-03651-f003){ref-type="fig"} than those for other participants. Since we normalized EOG amplitudes by division with the reference value of each session, a wrong reference value (due to mistake of the subjects, e.g., opening the eyes) could introduce wrong normalized values throughout the entire trial of the same session. For example, a relatively larger scale of EOG amplitude in participant two originated from reference errors. Repeated measurements of the reference trial may reduce such errors.

Third, the current method cannot assess the hearing ability of each ear (either left or right ear) separately. To implement such a system, it may be necessary to adjust sound intensity for each ear to different levels when generating moving sound stimuli. However, this procedure would require more test trials, eventually leading to increased test time. Development of more efficient testing schemes would be necessary to make the proposed method more practical. Indeed, we recorded EOG signals for all possible combinations of frequencies and intensities, rather than following the most common PTA procedure, namely, a modified Hughson-Westlake ascending-descending method. Reducing the duration of each trial is also required to enhance overall efficiency of the proposed method. Although only three frequencies corresponding to speech understanding were tested in this study, testing a wider range of frequencies, including those used in standard PTA would be necessary in future investigations. Most importantly, general applicability of the proposed EOG-based audiometry needs to be verified by testing with hearing impaired patients, such as elderly people who have general degenerative processes of the neurologic system and children.

Despite these limitations, the present proof-of-concept study demonstrated the potential of a new PTA system based on EOG, as a new non-invasive hearing assessment. After improving overall performance of the proposed audiometry system, it would be necessary to compare advantages and disadvantages between the proposed method and conventional objective audiometry methods, such as brainstem evoked response audiometry (BERA) and the otoacoustic emission (OAE) test. BERA is a hearing assessment method that uses small auditory evoked potentials recorded from a few electrodes attached to the scalp surface. The brainstem auditory evoked potential (BAEP) method is composed of seven waves and is clinically analyzed based on morphological characteristics such as absolute latency, wave amplitude, and inter-peak interval latency. Although both BERA and the proposed audiometry have a common advantage over conventional PTA in that they do not require the subject's active participation, the proposed EOG-based audiometry is expected to be implemented more easily and more cheaply than BERA, considering that amplitude of EOG is generally much larger than that of BAEP. Because of the small amplitude of BAEP, repeated presentations of auditory stimuli (more than several hundred) are required to acquire clean BAEP waveforms \[[@B29-sensors-18-03651]\]. OAE is a sound caused by motion of sensory hair cells in the cochlea, either spontaneously or due to external auditory stimulation. An OAE test is widely used as an objective indicator of healthy cochlear function especially for new-born hearing tests as it is simple and efficient. As the OAE test specializes in impairment of cochlea function, it is frequently used in conjunction with PTA testing \[[@B30-sensors-18-03651]\]. Therefore, it would be interesting future to apply both the OAE test and proposed audiometry method simultaneously to assess hearing loss of a subject.

Please note that the proposed hearing assessment method did not fully overcome all problems of conventional PTA. For example, the proposed method can also be dependent on attention of the subjects. In addition, EOG signals might be contaminated by movement-related artefacts when the proposed method is used for hearing assessments of young children, who might have difficulty staying still during the recording session. Therefore, further work should be done to implement a more reliable and efficient EOG-based audiometry system that can be used in practical scenarios. In addition, development of a low-cost portable EOG recording device incorporated with an audio headset would foster better accessibility of the proposed audiometry system.
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![Generation of spatially moving pure-tone stimuli. In order to make a pure-tone sound stimulus move along the trajectory shown as a red-headed arrow, different sound intensities were applied to each ear based on current location of the sound source.](sensors-18-03651-g001){#sensors-18-03651-f001}

![An example of grand averaged (bold) horizontal EOG and single trial EOGs (grey) recorded under different conditions: inaudible condition (**left**) and audible condition (**right**). These signals were recorded from a single participant (participant seven).](sensors-18-03651-g002){#sensors-18-03651-f002}

![Box plots of rescaled (normalized) amplitudes for inaudible and audible conditions. Wilcoxon signed rank test showed a statistically significant difference between two conditions---inaudible and audible conditions---in all subjects (Bonferroni corrected *p* \< 0.05, marked as \*). Note that box plots for participant two have different scaling ranges.](sensors-18-03651-g003){#sensors-18-03651-f003}
